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I. MARKET ACTIVITY 


A. Objective : To monitor and report new brand introductions and brand modifications 
for tire domestic and international cigarette markets. 

B. Results : 

Domestic 

R. J. Reynolds is distributing Camel Ultra Lights cigarettes in three pacldhgs: 
softpack - 84 mm (6.0 mg tar, 0.5 mg nicotine); box - 83 mm (5.9 mg tar, 0.5 mg 
nicotine); and 100 mm box (6.1 mg tar, 0.6 mg nicotine). These samples were 
received from Richmond and Arizona. 

American is distributing American Lights 100 Menthol in Texas which delivers 11.0 
mg tar and 0.9 mg nicotine. 

Brown and Williamson is distributing Raleigh Extra King Size (16.8 mg tar, 1.0 mg 
nicotine); Raleigh Extra Lights King Size (11.6 mg tar, 0.8 mg nicotine) and Raleigh 
Extra Lights Menthol King Size (10.5 mg tar, 0.7 mg nicotine) in North Carolina. 

Brown and Williamson is distributing Viceroy King Size Box (17.0 mg tar, 1.1 mg 
nicotine) and Viceroy Lights King Size Box (11.5 mg tar and 0:8 mg nicotine). Both 
of these cigarettes are 83 mm in length. 

The cigarette paper on the following R. J. Reynolds brands are now 95-100% 
woodpulp. 

• Century 85, 100 

• Century Lights 85, 100 

• Camel Ultra Lights 85, 100 soft pack & box 

• Doral Full Flavor 85, 100 (plain & menthol) 

• Doral Lights 85, 100 

• Doral Ultra Lights 85, 100 

• Magna 85 soft pack & box 

• Magna Lights 85 soft pack & box 

• Winston 80, 85, 100 

• Winston Lights 80, 85; 100 

• Winston Ultra Lights 85, 100 
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8101-2 


Cigarette papers on four recently introduced brands from Brown & Williamson 
consist of 95-100% woodpulp. This is the first indication of utilization of woodpulp 
in cigarette papers by Brown & Williamsom We will continue to monitor their 
brands, 

• Raleigh Extra 

• Raleigh Extra Lights 

• Viceroy (Box) 

• Viceroy Lights (Box) 


International 

No new brands were introduced during this period. 


C. Plans : Continue to monitor cigarettes introduced in the marketplace. 
II. SUGARS/ALKALOIDS LABORATORY 


A. Objective : To monitor and evaluate analytical technology. 

B. Results : The evaluation of the Alpkem autoanalyzer as a fbture replacement for the 
existing Technicon autoanalyzer system has been completed. The Alpkem system is 
a microsystem which uses microsized transmission and pump tubing, shorter 
dialyzers and less reagents. As a result, samples are analyzed in half the time of the 
Technicon system. Statistical evaluation of the initial data indicated that there is a 
statistical difference, but the magnitude of the difference is slight Alkaloid data 
averaged a median sample difference of 0.1 mg higher on the Alpkem system. The 
sugars averaged a median sample difference of 0.3 mg lower on the Alpkem system. 
For both'constituents the Alpkem results were within the established control limits on 
the Technicon system. 

C. : Plans : Issue report on the results of this woric. 
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